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(1) Absorbance of the standard curve

The product kit, batch 20FESFCS082, passed the quality control.

(Assay date: February 7, 2020)

STD 1 2 3 4 Ave. CVv
(ng/mL) (%)
0 0.007 0.006 0.006 0.007 | 0.007
0.78 0.049 0.047 0.046 0.051 | 0.048 2.3
1.56 0.090 0.089 0.089 0.090 | 0.090 2.1
3.12 0.178 0.171 0.171 0.172 | 0.173 2.2
6.25 0.348 0.332 0.326 0.328 | 0.334 2.1
125 0.637 0.632 0.632 0.621 | 0.631 2.3
25 1.190 1.171 1.174 1.159 | 1.174 2.0
50 2.080 2.025 2.034 2.037 | 2.044 3.0

(2)Results of the Test materials

Positive Control

Protein content(ug/g)

Standard value

A 9.6 8.5-15.7
B 7.1 5.9-10.9
C 6.5 4.9-9.0




